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Abstract
In this letter, the design and implementation of a femtosecond-resolved ultrafast transmission
electron microscope is presented, based on a thermionic gun geometry. Utilizing an additional
magnetic lens between the electron acceleration and the nominal condenser lens system, a larger
percentage of the electrons created at the cathode are delivered to the specimen without degrad-
ing temporal, spatial and energy resolution significantly, while at the same time maintaining the
femtosecond temporal resolution. Using the photon-induced near field electron microscopy effect
(PINEM) on silver nanowires the cross-correlation between the light and electron pulses was mea-
sured, showing the impact of the gun settings and initiating laser pulse duration on the electron
bunch properties. Tuneable electron pulses between 300 fs and several ps can be obtained, and an
overall energy resolution around 1 eV was achieved.
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The extension of transmission electron microscopy to the fourth dimension, time, has
taken several steps to reach the ns to fs resolution domain [1–5], proving to be dramatically
effective in the investigation of light induced phenomena in a variety of systems [6–11] and
spanning areas of research like physical chemistry [12, 13], biophysics [14], nanophotonics
[15], condensed matter physics [16] and materials science [17, 18]. Unlike a conventional
TEM, high time resolution electron microscopes take advantage of laser generated ultrashort
pulses of electrons to probe the specimen. To achieve femtosecond time resolution with the
low energy spread desired for real-space imaging, the simplest technique is to allow each
electron pulse to contain at most one electron [19]. This requirement imposes the use of
a very low average current in the TEM, thus sacrificing signal in order to obtain the best
possible spatial and temporal coherence.
Currently, there are two main approaches to time resolved electron microscopy: fem-
tosecond ultrafast electron microscopy (UEM) which uses stroboscopic ”single” electron
pulses to study ultrafast dynamics [19, 20] and the dynamic transmission electron micro-
scope (DTEM) which uses electron pulses containing more than 108 electrons to acquire
”single-shot” images with nanosecond exposure times [17, 21, 22]. This letter focuses on
a new microscope that is optimized for operation in the femtosecond mode, or UEM, that
utilizes a combination of a thermionic source with a Wehnelt and an extra condenser lens.
In fs-resolved machines, it is important to keep the current density very low to avoid the
temporal broadening of the electron pulses during propagation due to space charge. In
this low current or ”single” electron regime, the average beam current is a few orders of
magnitude lower when compared to the conventional continuous wave (CW) electron beam
in thermionic mode. For example, when operating at 1 MHz with 1 ps electron pulses, a
current is present in the microscope only for 1 µs out of every second. This greatly de-
creases the signal that is available for imaging, diffraction or spectroscopy. Unfortunately,
the increase in the electron energy spread and pulse duration, caused by space charge and
Boersch effects, happens at the source and in the accelerator section, where the electrons are
moving relatively slowly. In a standard TEM design, the current throughput between the
gun and the sample is typically only a few percent at most (and often much less). Thus if an
average pulse has a single electron when it reaches the sample, very likely it had tens or even
hundreds to thousands of electrons when it was emitted, and the presence of these unused
electrons may substantially worsen the time and energy resolution. To optimize the perfor-
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mance in fs mode, two things must be done: (1) adjust the conditions at the electron gun so
that it only emits a small excess of electrons beyond those that are used to form an image or
spectrum and (2) modify the condenser lens system to capture a very large fraction of the
emitted electrons. To satisfy the first task, we systematically vary the laser pulse energy,
laser pulse duration and the bias voltage on the Wehnelt electrode (which, for a thermionic
source, acts as a feedback-stabilized electron focusing and suppression optical element). As
we vary these parameters, we measure the signal level, pulse duration, and energy spread
in order to understand how to optimize performance for any given experiment. To do the
second, we add a large, weakly focusing condenser lens, called the C0 lens since it precedes
the standard C1 condenser lens, similarly to the design described in [23]. The Wehnelt is an
electrostatic lens which works by decelerating, then reaccelerating the electron beam while it
is still at a very low energy, greatly increasing dispersion. Any electrostatic lens in the upper
regions of the accelerator would similarly tend to degrade the pulse duration. Whereas the
C0 lens is a magnetic lens operating on the fully accelerated beam and thereby has much
less detrimental effects on the pulse duration. The C0 lens is crucial for the operation of the
Wehnelt based UEM, because, as we show below, the shortest duration electron pulses are
obtained with zero or low Wehnelt bias; this in turn does not efficiently couple the electrons
down the column, which dramatically reduces the electron counts. The C0 lens is used to get
a majority of the electrons that exit the accelerator to reach the sample, thus recovering the
signal lost because of the Wehnelt settings. Moreover, ad hoc combinations of electron-pulse
duration and coherence can be achieved by independently controlling the Wehnelt and C0
voltages. In fact, since brightness is conserved, signal increases at the expense of spatial
coherence and hence can reduce spatial resolution. It should be mentioned as well that in
previous reports describing the C0 lens operation with nanosecond electron pulses the pri-
mary advantage was its ability to increase current for single shot imaging; in the application
reported here, this lens’s primary use is to prevent space-charge effects in the gun region by
providing a combination of electron-collection and acceleration that optimizes the duration
and energy spread of fs-electron bunches. As we shall show below, the impact of such a mod-
ification on the performance in static imaging mode is minimal. With this modified system,
we show that few-hundred-fs time resolution can be achieved with sufficient electron counts
for imaging, diffraction, and EELS. This approach delivers similar results to a UEM with a
modified FEG module which uses the extractor and suppressor lens system to control the
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emission properties of the photo-current; here, we show that in our microscope the simpler
combination of the Wehnelt and C0 allows the direct control of electron pulse duration and
beam current. This ability allows the microscope to be optimized for the demands of each
experiment. It has to be noted that conventional field-emission guns come with voltage con-
trollers that often forbid independent tuning of the extractor/suppressor lenses, resulting in
a somewhat limited tuneability of the instrument [20].
The femtosecond laser used in the setup is a ”KMLabs Wyvern X” Ti:Sapph amplified
laser pumped by three Finesse CW green pump lasers for a total maximum pump power of
about 40 W. It delivers 5 W of average power at 800 nm wavelength, 80 fs pulse duration,
and repetition rates between 200 kHz and 2 MHz. The beam is split into two paths: one
is frequency tripled to generate the UV probe beam, while the other is used to pump the
specimen. The laser pulses are sent to the microscope to allow fs time-resolved electron
microscopy (dynamical) operation. The microscope is a modified JEOL 2100 TEM with a
Gatan Quantum GIF electron energy loss spectrometer (EELS). Two optical ports have been
added to the microscope, two mirrors have been placed inside the column and an additional
magnetic lens has been placed between the acceleration region and the C1 lens. The upper
optical window located in an additional column section allows the UV (266 nm) laser pulses
to enter the microscope, where it is reflected on a movable holed aluminum mirror. After
the UV is reflected up the column it hits a 30 µm flat LaB6 tip, creating electron pulses
through the photoelectric effect. A second optical window located near the specimen allows
an additional laser beam to enter the column, where it hits a mirror that is placed on the
top of the objective lens pole-piece. This second laser beam after reflection on the mirror
is focused onto the specimen. The additional C0 magnetic lens allows the electrons to be
more efficiently coupled down the column. A schematic of the modification is presented in
Fig. 1. In the right panel of Fig. 1 two high-resolution images taken in thermionic emission
mode before (top) and after (bottom) the modification are shown. After the modification, a
slight blurring is visible towards the edges of the image, resulting in a slightly lower spatial
resolution. However, lattice fringes are visible in both images proving that the modification
itself only has a minor impact on the conventional performance of the TEM. When the C0
lens voltage is increased, an increased electron intensity is achieved at the expense of the
spatial resolution. Also, for dynamical operation a 30 µm flat LaB6 tip is used instead of
the standard conic one, also resulting in a somewhat reduced spatial resolution. For these
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reasons, in a realistic time-resolved experiment, a spatial resolution around 1 nm is to be
expected. It is important to stress at this point that in time-resolved experiments the overall
final spatial resolution does not depend solely on the imaging capability of the microscope
but also on the mechanical response of the sample to the exciting pulses and the possible
photoemitted charge present on its surface [24, 25].
While the microscope can be operated in thermionic mode, where it gives performances
similar to a standard machine, we will focus here on its operation in femtosecond pulsed
mode operation. The two parameters that require optimization while in femtosecond pulsed
mode are total current and the energy resolution (width of the zero loss peak (ZLP)). One
important characteristic of the JEOL 2100 TEM is that the voltage on the Wehnelt can
be adjusted directly and does not rely on the feedback current provided by the electron
beam. That is, there is a static bias voltage continuously applied to the Wehnelt that can
be independently varied, which is crucial for optimizing pulsed electron parameters. This
voltage can be adjusted from around 0 V to roughly 1000 V, even with the emission current
equal to zero, and the change in this voltage when the filament emits in thermionic mode
is relatively small. The characteristic response time of the resistive feedback is much longer
than the photoemitted pulse duration. When a high bias voltage is used on the Wehnelt,
electrons emitted from the center of the tip are selected and coupled down the column.
This typically results in better beam coherence and lower energy spread in the ZLP, but
because the Wehnelt voltage tends to decelerate the electrons at the cathode, the pulse
suffers from space-charge effects, resulting in longer pulses. On the contrary, if very low or
no bias voltage is applied to the Wehnelt, electrons from a larger region of the cathode are
accepted, the energy spread of the ZLP is larger and the coherence of the beam is lower,
but electron pulses with durations of a few hundred fs can be obtained (as will be shown
in Fig. 4). In Fig. 2, the effect of the bias voltage on the beam properties is visible. In
all the experiments the strength of the C0 lens is kept at its optimal value to maximize
counts. The UV beam from the laser is directed to the cathode via a 1 m focal length
optical lens. The spot-size at the LaB6 tip is estimated to be between 100 and 150 µm in
diameter. The repetition-rate of these experiments was 1 MHz. In Fig. 2 A, the electron
counts as a function of the UV power used to photoemit electrons from the cathode are
shown; a 0 V bias on the Wehnelt lens was set. An image of the tip is taken for different
UV power values, top panels of Fig. 2. The electron counts are estimated on the detector
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by integrating the intensity of all the pixels in the images and then converting pixel counts
to electron counts. At low UV power, the electron counts are found to increase linearly with
the laser power as expected for the photoelectric effect. However, a saturation in the counts
is observed beyond 150 electrons/pulse on the detector. It is interesting to notice that above
1 mW of illuminating UV power, corresponding to approximately 30 electrons per pulse, the
image of the tip becomes blurred (Fig. 2 A and central top panel), and the energy width of
the ZL peak begins to significantly broaden, Fig. 2 B. The width in energy of the ZL peak
displayed as a function of the UV power for two different Wehnelt bias voltages also shows
a divergence beyond 1 mW of UV power for the 0 V bias setting. At higher UV power, the
width of the ZL becomes several eV, and the image of the tip becomes a cloud of charge
with no details distinguishable (Fig 2, top right panel), testifying to the abrupt onset of
space-charge effects already at very low currents.
It is interesting to notice that for a high voltage on the Wehnelt (350 V, Fig. 2 B), a
higher number of electrons in the pulses does not result in a broader energy distribution.
This suggests, and will be verified below, that the electron pulses have fairly long durations,
so that the space-charge effects are less severe due to a low instantaneous electron density.
This is consistent with the fact that a higher bias voltage reduces the acceleration of the
electrons at the cathode, as discussed above. Instead, at low bias voltages, the energy
spread of the beam drastically increases with electron density, suggesting that in realistic
time-resolved operation a very low current has to be maintained to keep both a short pulse
duration and a narrow energy distribution. The so-called ”single electron regime” is attained
by lowering the UV power on the cathode until the ZLP reaches its minimum width, 1 eV
(corresponding to an UV illumination of less then 1 mW at 1 MHz repetition rate in Fig. 2
B).
The duration of the electron pulses is characterized via photon-induced near field electron
microscopy (PINEM) [15, 26–32]. When electrons and photons are overlapped spatially and
temporally on a nanostructure, the evanescent field photoinduced at the edges of the latter
interacts with the electrons allowing them to absorb and emit photons from the pump
laser beam [15]. This results in sideband peaks spaced by an energy corresponding to the
pump photon energy on both the energy gain and loss sides of the ZLP [15]. Because the
surface charge density waves that mediate this interaction typically have very short lifetimes
relative to the excitation pulse durations, the temporal duration of the PINEM effect is a
6
cross-correlation between the laser pulse and the electron pulse, while they are both in
the vicinity of the nanostructure. To measure the pulse duration using the PINEM effect
a specimen of silver nanowires, whose average diameter was around 100 nm with average
lengths of a few µm was used (see Fig. 3 D). The laser pulse duration was varied from
100 fs to 2 ps, at a wavelength of 800 nm (1.55 eV photons), with a repetition rate of 1
MHz and a fluence as high as 10 mJ/cm2. The delay between the IR pump pulses and the
photoemitting UV pulses is changed via a computer-controlled optical delay-line. In Fig. 3
A the time-energy dependence of the EEL spectrum through the silver nanowire sample is
displayed. The bias voltage in the Wehnelt lens was set to 300 V. In Fig. 3 B the energy
spectrum before the arrival of the laser pulses (red line) and at the time of coincidence
between electrons and photons (blue line) is shown. The sideband peaks of the PINEM
effect are clearly distinguishable and are separated by 1.55 eV as expected. We can count
up to 18 peaks on each side of the zero-loss peak, corresponding to a gain or a loss in the
kinetic energy of the electrons by as much as 27.9 eV. In Fig. 3 C, the temporal evolution
of one of the satellite peaks is displayed. The FWHM of the whole cross-correlation is
around 1.5 ps, similar to what was reported in [15]. In Fig. 3 D, an image of the silver
nanowires taken integrating for 2 seconds the photoelectron beam is shown. These spectra
show that our instrument has around 1 eV energy-resolution in pulsed operation, similar to
the resolution of the conventional CW TEM and sufficient to look at both low-energy loss
plasmons [13] and multiplets effects in core levels [33].
The electron pulse duration can be varied by changing either the initial laser pulse du-
ration or bias voltage on the Wehnelt. In particular, the electron pulse duration is very
sensitive to the bias voltage, for the reasons discussed above. In Fig. 4, the evolution of
the PINEM cross-correlation is shown as a function of the laser pulse duration and the bias
voltage. In Fig. 4 A, the temporal evolution of the ZLP of the PINEM spectrum for a
bias voltage of 300 V is shown at different values of the laser pulse duration. Clearly, when
the laser pulses are longer than the electron pulses, a longer cross-correlation is observed
(magenta trace, 2.5 ps). Instead, a sharper effect is observed when the laser and electron
pulses durations are equally matched. This happens at a value around 750 fs, delivering a
good estimate of the electron bunch duration. In Fig. 4 B, the temporal evolution of the
PINEM signal for a bias voltage of 0 V at different durations of the laser pulses is displayed.
In this case, an electron/light cross-correlation as short as 480 fs is observed, confirming the
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idea that the best time-resolution, i.e. shorter electron pulses, is obtained for the maximum
acceleration from the cathode (no bias voltage on the Wehnelt lens). The dependence of
the cross correlation FWHM on the laser pulses width is shown in Fig. 4 C for the two
bias voltages used, and in Fig. 4 D the duration of the electron pulses is plotted against
the bias voltage. An extra experiment was performed at a high bias (600 V), delivering
pulses as long as 5 ps. To the best of our knowledge, the dependence of the PINEM effect
on the initiating laser duration has never been reported, and it also provides an interesting
insight in the relation between the photoinduced field duration and its interaction with the
electrons. It is not immediately obvious for instance why a longer laser pulse produces a
shorter cross-correlation. One possible explanation may be that the PINEM effect is higly
nonlinear, and is enhanced when a strong electric field is present during the whole duration
of the electron pulse, i.e. giving the sharpest effect when light and electron pulses durations
coincide.
The overall duration of the PINEM effect strongly depends on the voltage placed on the
Wehnelt. Moreover, when changing the Wehnelt voltage, a shift of the temporal coincidence
between electrons and photons is also observed, as a consequence of the different acceleration
times for the photoemitted electrons. The temporal broadening is overcome by reducing the
Wehnelt bias voltage to zero, which results in greatly reduced signal. However, this signal
can be recovered by using the C0 lens to better couple the electrons down the column.
In conclusion, we demonstrate the ability to modify a commercial Wehnelt-based JEOL
2100 TEM for fs-pulsed operation. Having flexible control of the Wehnelt lens bias voltage
and the addition of an electromagnetic lens right after the acceleration stage, we demonstrate
the ability to obtain fs time-resolution, 1 eV energy resolution while maintaining a good
overall brightness of the instrument. Also, the electron pulses properties in terms of duration
and energy spread can be independently controlled via the bias voltage and the control of
the photoemission yield, making this tool highly versatile.
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FIG. 1. Modified TEM: the critical sections where conventional parts have been modified are
transparent. In the right panel a static atomic resolution image taken on a gold nano-particle
TEM resolution standard is shown before and after the modification of the instrument.
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FIG. 2. A. Beam current as a function of UV power. B. Dependence of the FWHM of the ZL
peak on the UV power for two different Wehnelt bias voltages. In the top panels of the figure, the
images of the tip taken for three different illuminating UV powers are shown.
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FIG. 3. A Time/energy landscape of the PINEM effect on silver nanotubes. B temporal profile
of one of the PINEM sidebands. C Energy profile of the PINEM spectrum. D Image of the silver
nanowires.
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FIG. 4. A Temporal profile of the amplitude of a PINEM sideband as a function of the laser pulses
duration at a bias voltage of 300 V. The peak intensity of the pump is kept constant. B Temporal
profile of a PINEM sideband as a function of the laser pulses duration at a bias voltage of 0 V.
C FWHM of the PINEM temporal profile as a function of the laser pulse duration for two bias
voltages. C The shortest electron pulse duration obtained at the different bias voltages is plotted
against the bias.
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